Introduction {#S1}
============

By the middle of gestation, the cochlea is completely developed and has reached adult size: no further gain in size or change in shape is expected after birth [@R01]^-^[@R03]. At present, there is anatomic [@R04] [@R05] and radiological [@R06]^-^[@R16] evidence that the size of the cochlea presents some degree of variation between normal hearing subjects. Such evidence, on the one hand, prompted different authors to look radiologically for the existence of differences in cochlea size between normal hearing subjects and subjects with sensorineural hearing loss having a normal inner ear [@R07]^-^[@R11] [@R16] [@R17], and on the other hand have raised awareness regarding the cochlea size related variability of insertion depth angles for cochlear implant electrodes, making cochlear measurements and prediction of insertion depth angles for cochlear implant electrodes two important prerequisites to develop a next generation of implants that are more suited to cochlear size and therefore less traumatic [@R06] [@R12].

The aims of the current study were: 1) study cochlea size variability considering age and degree of deafness in 3 groups of subjects: patients with bilateral severe or profound sensorineural hearing loss (group A), patients with bilateral moderate sensorineural hearing loss (group B), patients without sensorineural or mixed hearing loss (group C); 2) calculate the length of the cochlear implant electrode needed to obtain a final insertion depth angle of 270°, which in our opinion is the optimal insertion depth angle in the modern soft surgery era, since it allows to preserve most residual hearing without significant loss in hearing performances after cochlear implantation.

Methods {#S2}
=======

Patients {#S2a}
--------

A total of 241 patients (482 ears) were included in this study to collect HRCT temporal bone data, and were divided in 3 groups: 97 (194 ears) patients with bilateral severe or profound sensorineural hearing loss (Group A), 70 patients (140 ears) with bilateral moderate sensorineural hearing loss (Group B), 74 patients (148 ears) without sensorineural or mixed hearing loss (Group C).

The 97 patients with bilateral severe or profound sensorineural hearing loss were selected between all patients who received a cochlear implant and had a preoperative HRCT in our institution between 2003 and 2008. The 70 patients with bilateral moderate sensorineural hearing loss were selected between all patients with bilateral moderate sensorineural hearing loss that received a hearing aid device who had been screened in our institution for middle and/or inner ear anomaly in the same period. The 74 patients without sensorineural or mixed hearing loss were selected between all patients with cholesteatoma scheduled for tympanoplasty who had a preoperative HRCT in our institution during the same period. The criteria for inclusion were: 1) HRCT performed in our institution and still available on the PACS; 2) slice thickness of 0.6 mm or less 3) radiologically undetectable abnormalities of the inner ear.

In each of the 3 groups, 5 subgroups were identified following age criteria: 1) subgroup 1: subjects ≤5 years old; 2) subgroup 2: subjects 6-10 years old; 3) subgroup 3: patients 11-15 years old; 4) subgroup 4: patients 16-20 years old; 5) subgroup 5: subjects \>; 20 years old ([Table I](#T1){ref-type="table"}).

###### 

Distribution of patients in the 3 groups among the age-related subgroups.

  -----------------------------------------------------------------------------------------------------------------------------------------------------------------------
  Subgroup\                                                     1\                2\                 3\                  4\                  5\                   Total
  Group                                                         (\<5 years-old)   (6-10 years-old)   (11-15 years-old)   (16-20 years-old)   (\>;20 years- old)   
  ------------------------------------------------------------- ----------------- ------------------ ------------------- ------------------- -------------------- -------
  A (bilateral severe or profound sensorineural hearing loss)   24                7                  5                   5                   57                   97

  B (bilateral moderate sensorineural hearing loss)             15                29                 16                  7                   3                    70

  C (no sensorineural or mixed hearing loss)                    2                 11                 14                  10                  37                   74
  -----------------------------------------------------------------------------------------------------------------------------------------------------------------------

Images processing {#S2b}
-----------------

The images were treated with the Myrian^®^ Expert 1.2 software developed by Intrasense^®^ in order to obtain the following measures: 1) cochlear length (L); 2) cochlear height (H); 3) basal turn of cochlea lumen diameter (BTLD); 4) cochlear volume (V).

A view of the basal turn of the cochlea was developed as shown in [Figure 1](#F1){ref-type="fig"} to obtain L, H and BTLD, in accordance with the method described by Fraysse et al. [@R06]

![Two-dimensional reconstruction from HRCT data of the basal turn of the cochlea using a 1.1 mm layer, minimum intensity projection. Distance L (cochlear length), here 8.4 mm, perpendicular distance H (cochlear height), here 6.1 mm, and distance BTLD (basal turn lumen diameter), here 1.9 mm, are measured using the scanner system.](0392-100X-34-42-g001){#F1}

The aim was to view the lateral wall from the round window to one full turn (360°). The entire basal turn cannot be viewed using a single two-dimensional plane and thus a reconstruction was performed using a 1.1 mm layer with minimum intensity projection. This layer captures the extremity of the cochlear canal and either the scala tympani or scala vestibuli. The viewing angle was adjusted with the aid of the perpendicular sections to obtain a view that gave the largest area of dark pixels. In one view, one can visualize round window, oval window, basal turn of the cochlea, vestibule and the anterior branches of the lateral and superior semicircular canals.

The view developed allowed the largest distance L from the inferior lip of the round window niche, through the modiolar axis, to the lateral wall and the perpendicular distance H to be measured as in [Figure 1](#F1){ref-type="fig"}. The same view also allowed BTLD to be measured: it was arbitrarily decided to measure BTLD in the bisector of the second quarter of the cochlea as in [Figure 1](#F1){ref-type="fig"}.

To measure the volume (V), the software required encompassing the limits of the cochlea in multiple contiguous axial slices. The accuracy of the measurement V was checked by visual inspection of the area obtained in the view of the basal turn of the cochlea developed to obtain the other measures and in the axial, coronal and sagittal view, as shown in [Figure 2](#F2){ref-type="fig"}.

![The accuracy of the manually defined volume was checked by visual inspection of the coloured area obtained in four planes: coronal (upper left), sagittal (upper right), axial (lower left) and reconstructed view (lower right). Cochlea should only be defined by the striped area.](0392-100X-34-42-g002){#F2}

Statistical analysis {#S2c}
--------------------

The Mann-Whitney test was used to assess the alternative hypothesis that a statistically significant difference in size exists between the different groups and subgroups. The same test was used to assess the alternative hypothesis that a statistically significant difference in size exists between the left ear and the right ear.

CI array optimal length determination {#S2d}
-------------------------------------

According to Fraysse et al, [@R06] the following equation was adopted to calculate the length of a straight electrode which follows the outer wall of the scala tympani required to obtain the ideal insertion depth angle of 270° (L~IC~): $$L_{IC} = {2.62 \times L \times \text{log}_{e}\left( {1 + {270{^\circ}/235}} \right)}$$ .

Results {#S3}
=======

Cochlear measurements in group A (bilateral severe or profound sensorineural hearing loss) {#S3a}
------------------------------------------------------------------------------------------

The median, mean, range and the standard deviation for each measurement in group A was, respectively:

1.  cochlear length (L): 9 mm, 9.0623 mm, 7.4-11.4 mm, 0.7036 mm;

2.  cochlear height (H): 6.9 mm, 6.9247 mm, 4.8-8.5 mm, 0.6101 mm;

3.  Basal Turn Lumen Diameter (BTLD): 2.2 mm, 2.1814 mm, 1.5-2.8 mm, 0.2266 mm;

4.  cochlear volume (V): 0.1415 ml, 0.1504 ml, 0.067- 1.112 ml, 0.0963 ml.

[Table II](#T2){ref-type="table"} summarizes the results of the cochlear measurements in group A.

###### 

Cochlear measurement results in group A (bilateral severe or profound sensorineural hearing loss): length (L), height (H), basal turn lumen diameter (BTLD), volume (V).

                       L (mm)     H (mm)    BTLD (mm)   V (ml)
  -------------------- ---------- --------- ----------- -------------
  Mean                 9.0623     6.9247    2.1814      0.1504
  Median               9          6.9       2.2         0.1415
  Min                  7.4        4.8       1.5         0.067
  Max                  11.4       8.5       2.8         1.112
  Range                7.4-11.4   4.8-8.5   1.5-2.8     0.067-1.112
  Standard deviation   0.7036     0.6101    0.2266      0.0963

Cochlear measurements in group B (bilateral moderate sensorineural hearing loss) {#S3b}
--------------------------------------------------------------------------------

The median, mean, range and standard deviation for each measurement in group B was, respectively:

1.  cochlear length (L): 8.95 mm, 8.9642 mm, 7.4-11 mm, 0.5481 mm;

2.  cochlear height (H): 6.8 mm, 6.7678 mm, 5.3-7.7 mm, 0.4143 mm;

3.  Basal Turn Lumen Diameter (BTLD): 2.1 mm, 2.1264 mm, 1.8-2.8 mm, 0.2306 mm;

4.  cochlear volume (V): 0.1335 ml, 0.1460 ml, 0.094- 1.101 ml, 0.117 ml.

[Table III](#T3){ref-type="table"} summarizes the results of the cochlear measurements in group B.

###### 

Cochlear measurement results in group B (bilateral moderate sensorineural hearing loss): length (L), height (H), basal turn lumen diameter (BTLD), volume (V).

                       L (mm)   H (mm)    BTLD (mm)   V (ml)
  -------------------- -------- --------- ----------- -------------
  Mean                 8.9642   6.7678    2.1264      0.1460
  Median               8.95     6.8       2.1         0.1335
  Min                  7.4      5.3       1.8         0.094
  Max                  11       7.7       2.8         1.101
  Range                7.4-11   5.3-7.7   1.8-2.8     0.094-1.101
  Standard deviation   0.5481   0.4143    0.2306      0.1170

Cochlear measurements in group C (patients without sensorineural or mixed hearing loss) {#S3c}
---------------------------------------------------------------------------------------

The median, mean, range and standard deviation for each measure in group C was, respectively:

1.  cochlear length (L): 9.1 mm, 9.125 mm, 7.7-11.9 mm, 0.6806 mm;

2.  cochlear height (H): 6.85 mm, 6.8128 mm, 4.8-8.2 mm, 0.502 mm;

3.  Basal Turn Lumen Diameter (BTLD): 2.2 mm, 2.2263 mm, 1.5-2.7 mm, 0.2322 mm;

4.  cochlear volume (V): 0.152 ml, 0.1854 ml, 0.084-2.01 ml, 0.2309 ml.

[Table IV](#T4){ref-type="table"} summarizes the results of the cochlear measurements in group C.

###### 

Cochlear measurements results in group C (patients without sensorineural or mixed hearing loss): length (L), height (H), basal turn lumen diameter (BTLD), volume (V).

                       L (mm)     H (mm)    BTLD (mm)   V (ml)
  -------------------- ---------- --------- ----------- ------------
  Mean                 9.125      6.8128    2.2263      0.1854
  Median               9.1        6.85      2.2         0.152
  Min                  7.7        4.8       1.5         0.084
  Max                  11.9       8.2       2.7         2.01
  Range                7.7-11.9   4.8-8.2   1.5-2.7     0.084-2.01
  Standard deviation   0.6806     0.502     0.2322      0.2309

Influence of the side on cochlear measurements {#S3d}
----------------------------------------------

No statistical difference was found between the length (L), the height (H), BTLD and volume (V) of the right and left cochlea in any of the three groups (p \>; 0.05).

Statistical analysis of the influence of age on cochlear size {#S3e}
-------------------------------------------------------------

In all groups, there was no increase in length (L), height (H), BTLD or volume (V) after birth ([Figs. 3](#F3){ref-type="fig"}-[5](#F5){ref-type="fig"}).

![Group A (bilateral severe or profound sensorineural hearing loss): measurement obtained in left ear versus age for L, H, BTLD and V.](0392-100X-34-42-g003){#F3}

![Group B (bilateral moderate sensorineural hearing loss): measurement obtained in left ear versus age for L, H, BTLD and V.](0392-100X-34-42-g004){#F4}

![Group C (patients without sensorineural or mixed hearing loss): measurement obtained in left ear versus age for L, H, BTLD and V.](0392-100X-34-42-g005){#F5}

Statistical analysis of the influence of the degree of deafness on cochlear length (L), cochlear height (H), BTLD and cochlear volume (V) {#S3f}
-----------------------------------------------------------------------------------------------------------------------------------------

No statistically significant difference was found between the L of the different groups (p \>; 0.05) ([Fig. 6](#F6){ref-type="fig"}). A statistically significant difference was found between the H in group A (bilateral severe or profound sensorineural hearing loss) and group B (bilateral moderate sensorineural hearing loss) (p ≤ 0.02308), although no statistically significant difference was found between the H of group A and group C (patients without sensorineural or mixed hearing loss) (p \>; 0.05) or between the H of group B and group C (p \>; 0.05) (Fig. 6).

###### 

Box-plots illustrating the influence of the degree of deafness on the length of the cochlea (L) (upper-left), height of the cochlea (H) (upper-right), basal turn lumen diameter (BTLD) (lower-left) and volume of the cochlea (V) (lower-right). Group A: bilateral severe or profound sensorineural hearing loss; group B: bilateral moderate sensorineural hearing loss; group C: patients without sensorineural or mixed hearing loss.
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A statistically significant difference was found between the BTLD of the group B (bilateral moderate sensorineural hearing loss) and group C (patients without sensorineural or mixed hearing loss) (p ≤ 0.02373), but no statistically significant difference was found between the BTLD of group A (bilateral severe or profound sensorineural hearing loss) and group B (p \>; 0.05) or between the BTLD of group A and group C (p \>; 0.05) ([Fig. 6](#F6){ref-type="fig"}).

No statistically significant difference was found between the V between groups (p \>; 0.05) ([Fig. 6](#F6){ref-type="fig"}).

Statistical analysis of the influence of age in each group {#S3g}
----------------------------------------------------------

We defined 5 age related subgroups for group to analyze the influence of age in each group: 1) subgroup 1: subjects ≤5 years old; 2) subgroup 2: subjects 6-10 years old; 3) subgroup 3: patients 11-15 years old; 4) subgroup 4: patients 16-20 years old; 5) subgroup 5: subjects \>; 20 years old ([tab 1](#T1){ref-type="table"}). Comparing the L, H, BTLD and V of the different subgroups a statistically significant difference was found in in 2 cases:

1.  H between subgroup A1 (48 ears) and subgroup B1 (30 ears) (p ≤ 0.02417);

2.  H between subgroup A5 (112 ears) and subgroup C5 (74 ears) (p ≤ 0.03517).

Length of a straight electrode required to obtain the ideal insertion depth angle of 270° ( L~IC~) {#S3h}
--------------------------------------------------------------------------------------------------

The length of a straight electrode that follows the outer wall of the scala tympani required to obtain the ideal insertion depth angle of 270° (L~IC~ ) was calculated for the cochlea of all groups (482 ears), and not just for the patients in group A, as no statistical difference was found between the L of the different groups. The mean, standard deviation and range of L~IC~ we found was, respectively, 18.144 mm, 1.316 mm, 14.831-23.85 mm. The histogram in [Figure 7](#F7){ref-type="fig"} shows the distribution of L~IC~ in the three groups. L~IC~ ranged between 16.635 and 19.34 mm in more than 75% of inner ears.

![Histogram illustrating the distribution of the calculated length of a straight electrode required to obtain the ideal insertion depth angle of 270° (L~IC~) in the subjects of all group.](0392-100X-34-42-g007){#F7}

Discussion {#S4}
==========

The current investigation was designed to study cochlea size variability considering age and degree of deafness in 3 groups of subjects, and assist in the conception of cochlear implants designed to preserve residual hearing by calculating the length of the straight (e.g. not preformed) cochlear implant electrode needed to obtain a final insertion depth angle of 270°.

The L and H obtained in the current investigation were similar to those obtained by Dimopoulos and Muren from 95 plastic casts [@R04] and to those obtained by Fraysse et al. from HRCT of 42 patients.[@R06] The latter had already shown the L and H measurement method to be reliable at least to within the resolution of the HRCT scan [@R06].

The measurement of BTLD was similar to that obtained by Purcell et al. from the HRCT of 15 patients [@R07]. The BTLD measurement method, different from the L and H measurement method, showed obvious limits related to the voxel resolution of the images, but a more accurate method is not possible with current technology.

The measure of V was not similar to that obtained by Kendi et al. from the MR of 29 healthy volunteers [@R18]: in fact, we found a considerably higher mean value for V, but an obvious explanation can be suggested. We measured the volume of the anterior bony labyrinth on HRCT images, while Kendi et al. measured the volume of the anterior inner ear fluids on MR images, i.e. we obtained a measure of the container while Kendi et al. measured the content. Nonetheless, the V measurement method showed obvious limits related to the necessity of manually encompassing the limits of the cochlea in multiple axial slices and to the necessity of subjectively distinguishing the limit between the cochlea and other anatomical structures of the inner ear in multiple axial slices. This difficulty could represent another explanation for the discordance from results of Kendi along with the use of MRI. Also in the case of the V measurement method, a more accurate method is not possible with current technology. The interobserver variability was not calculated in the current investigation, but it was clearly felt that it is expected to be important for volume and especially for BTLD.

Our results confirm that cochlear size variability exists, and that this variability is not related to either age or side. The degree of deafness does not affect the length or volume of the cochlea, while it can affect height and the BTLD.

We found that the degree of deafness can affect the height of the cochlea, and the age-related subgroups analysis showed that this measure is also influenced by the age in each group. A statistically significant difference for H was found for the following:

1.  between group A (bilateral severe or profound sensorineural hearing loss) and group B (bilateral moderate sensorineural hearing loss) (p ≤ 0.02308 ). The H of group B seems to be smaller;

2.  between subgroup A1 (bilateral severe or profound sensorineural hearing loss, ≤ 5 years old) and subgroup B1 (bilateral moderate sensorineural hearing loss, ≤ 5 years old) (p ≤ 0.02417). The H of group B1 seems to be smaller;

3.  between subgroup A5 (bilateral severe or profound sensorineural hearing loss, \>; 20 years old ) and subgroup C5 (patients without sensorineural or mixed hearing loss, \>; 20 years old) (p ≤ 0.03517). The H of group C5 seems to be smaller.

Interestingly, other authors have previously noted that the degree of deafness affects the height of the cochlea, even if they performed measurements of H on coronal or axial temporal bone CT, so that it is missing the real axis of the cochlea and underestimating H. Purcell et al. have suggested routine measurement of H on HRCT coronal images to improve the sensitivity of HRCT in detecting inner ear malformations when very subtle abnormalities are involved, and established a normative measurement to aid in the diagnosis of inner ear malformations (4.27 mm to 6.35 mm) [@R07]. Moreover, performing measurements of the inner ear structures on axial temporal bone CT scans of 45 ears with congenital SNHL and grossly normal temporal bone CT scans and 45 ears with normal inner ear structures and normal hearing, Lan found that there were significant differences in the measurements of the maximal height of cochlea between the two groups (the maximal height of cochlea in the SNHL group was larger than the control group: 4.79 vs. 4.46 mm) [@R11].

The BTLD measurement method showed obvious limits related to the voxel resolution of images, thus making our results unreliable; however, we found a statistically significant difference between the BTLD of the 70 patients (140 ears) with bilateral moderate sensorineural hearing loss (Group B) and the BTLD of the 74 patients (148 ears) without sensorineural or mixed hearing loss (Group C). Interestingly, measuring BTLD on HRCT axial slice Purcell et al. found that the lumen of the basal turn in a group of 15 congenital SNHL with grossly normal temporal bone CT scans was smaller than the control group composed of 15 patients with normal hearing [@R08].

In the modern cochlear implantation era, there is growing interest in developing an atraumatic surgical technique designed to preserve cochlear function, minimize cochlear damage and allow easy, possibly repeated reimplantation [@R19]^-^[@R21]. We used the data collected herein to optimize the length of the electrode array to preserve residual hearing by obtaining a final insertion depth angle of 270°. We calculated the length of a straight electrode which follows the outer wall of the scala tympani required to obtain the ideal insertion depth angle of 270° (L~IC~) for the cochlea of subjects in all groups (482 ears) and found that the mean L~IC~ was 18.144 mm with a SD of 1.316 mm. L~IC~ ranged from 16.635 to 19.34 mm in more than 75% of inner ears, so we propose to place 3 landmarks on the array, the first at 16.635 mm from the tip, the third at 19.34 mm, and the second between the first and the third, at 17.9875 mm.

These 3 landmarks could help to obtain a 270° insertion depth angle if preoperative measurement of cochlear length on HRCT has been performed, and could replace fluoroscopy. These conclusions only apply to straight electrodes that follow the outer wall of the scala tympani.

Conclusions {#S5}
===========

Cochlear size variability exists, and this variability is not age-related; the cochlea has already reached adult size at birth. The degree of deafness does affect the length or volume of the cochlea, while it can affect height and BTLD. In order to preserve residual hearing it seems reasonable to propose a straight electrode with 3 landmarks on the array (the first at 16.635 mm from the tip, the second at 17.987 mm, the third at 19.34 mm) to assist the surgeon in obtaining the ideal insertion depth angle of 270° when a preoperative measurement of cochlear length (L) by HRCT has been performed. These landmarks might be an alternative to fluoroscopy to assist array insertion, and could be an interesting subject for future research.

We acknowledge Intrasense® for making available Myrian ® Expert 1.2 software to obtain cochlear measurements.
